H&E Staining

1. Deparaffinize sections in xylene, 10-20min X2. Filter Hematoxylin.

2. Rehydrate sections:

100%alcohol for 1-2 min.

95%alcohol for 1-2 min.

3. Rinse in tape water. 

4. Rinse in distilled water.

5. Stain with Hematoxylin ( CAT Hematoxylin ) for 3-5 min.

6. Wash in tape water.

7. Differentiate section with 1% HCl in 70% alcohol 1-2 dips and check under microscope. If necessary, return slides to HCl for further differentiation.

8. Wash slides in running tape water for 15 min.

9. Dip slides in 95% alcohol.

10. Stain slides in Eosin (EDGAR DEGAS Eosin) for 1-4 min.

11. Dehydration and Differentiation:

95% alcohol 5-6 dips X2.

100% alcohol 5-6 dips X2.

12. Clear slides in xylene 2 times.

13. Mount slides with mounting media (Permount).

Note:

   1. Filter Hematoxylin each time before staining.

   2. Change most of alcohol and xylene each time before staining.

